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REQUIRED EQUIPMENT1/5

SampleSmartphoneEasyDens

Waste containerSyringe 10 mL30 cm silicone
hose with

Luer adapter



INSTALLATION2/5
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DEGASSING OPTIONS3/5
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Ultrasonic bath
5 – 10 min

4
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1 min 



FILLING & MEASUREMENT4/5
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4/5 5/5
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Density

25.5 °C

1.000



CLEANING5/5

1/3 3/32/3

10 ml warm  
bidistilled water



For suitable lab cleaner 
please check the
instruction manual
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www.easydens.com


